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Validation of Multi-Frequency Bioelectrical Impedance 
Analysis in Detecting Changes in Fluid Balance of 
Geriatric Patients
Marcel G.M. Olde Rikkert, MD, Paul Deurenberg, P h D j René W.M.M. Jansen, M D , P h D /  
Martin A. van’t Hof, PhD * and Willibrord H.L. Hoefnagels, MD, P hD ‘
OBJECTIVES: Multi-Frequency Bioelectrical Impedance 
Analysis (MFBIA) is a quick, simple, and inexpensive method 
to assess body fluid compartments. This study aimed at 
determining the validity of MFBIA in detecting clinically 
relevant changes of fluid balance in geriatric patients.
DESIGN: A prospective, observational study.
SETTING: The 22-bed Geriatric Department of the Univer­
sity Hospital Nijmegen.
PARTICIPANTS: Hospitalized patients were eligible if they 
did not have a pacemaker, were not suffering from terminal 
illnesses, and did not have psychogeriatric diseases likely to 
interfere with capacity to consent or comply. During a 16- 
months period, 218 patients were admitted, of whom 78 
patients were eligible and 53 consented to participate,
MEASUREMENTS: Each subject's fluid balance was diag­
nosed twice a week as dehydrated, overhydrated, or euv- 
olemic, based on standardized physical examination, labora­
tory tests, and weight evaluation. Changes in fluid balance 
were quantified by measuring total body water (TBW) and 
extracellular fluid (ECF) applying deuterium- and bromide- 
dilution techniques. Impedance at 1, 5, 50, and 100 kHz and 
body weight were measured daily. Sensitivity and Guyatt’s 
responsiveness indexes of MFBIA in detecting dehydration 
and overhydration were determined.
RESULTS: In total, 1071 MFBIA measurements were per­
formed, during which 14 transitions from dehydration to 
euvolemia and 13 transitions from overhydration to euvol- 
emia were monitored. Rehydration of dehydrated patients 
caused an increase in TBW and ECF of 3.4 ± 1.8 L and 1.9 ± 
1.9 L, respectively, which resulted in significant decreases in 
impedance of 133 ± 67 SI at 1 kHz and 93 ± 61 fl at 100 kHz 
(P = .001). Treatment of overhydrated patients caused a 
TBW and ECF loss of 3.8 ±  4,2 L and 3.1 ± 3.8 L, respec­
tively, which resulted in significant increases in impedance of
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104 ±  72 SI at 1 kHz and 81 ± 68 SI at 100 kHz (P <  .001). 
Sensitivity of a single MFBIA in diagnosing dehydration and 
overhydration was 14% and 17%, respectively. Responsive­
ness indexes of weighing and MFBIA for dehydration and 
overhydration were similar at all frequencies and greater than 
one.
CONCLUSION: The sensitivity of a single impedance mea­
surement in detecting dehydration and overhydration was 
low. However, responsiveness of serial measurements to in- 
tra-indiviclual changes in fluid balance was good. Therefore, 
this noninvasive technique may be used in clinical practice to 
improve monitoring fluid balance in geriatric patients, espe­
cially when daily weighing is difficult. J Am Geriatr Soc
45:1345-1351, 1997.
The evaluation of fluid balance in older patients is a major challenge in geriatric medicine. First, because of the 
instability of fluid balance in frail older patients, overhydra- 
tion and dehydration are very common problems in geriatric 
practice. Second, it is very difficult to make a reliable assess­
ment of a patient’s fluid balance, especially in mild and 
moderate disturbances of fluid balance. It has been shown 
that physical examination is not very sensitive in recognizing 
early stages of dehydration.1-3 From the laboratory perspec­
tive, plasma osmolality, serum sodium concentration, and 
blood urea nitrogen/creatinine ratios are used most fre­
quently to assess dehydration. However, high normal or 
elevated serum osmolality may be present in geriatric patients 
without dehydration.4 Similarly, early stages of overhydra- 
tion caused by congestive heart failure are difficult to diag­
nose.5 Therefore, an accurate and noninvasive diagnostic 
instrument to assess fluid balance is greatly needed.
Bioelectrical impedance analysis has recently become a 
popular method of assessing body composition because it is a 
quick, safe, and noninvasive technique that requires little 
help from the patient.6 It has been shown that the resistance 
or impedance to a weak electrical current at a frequency of 50 
kHz is inversely proportional to the amount of total body 
water and the lean body mass.7,8 Multi-Frequency Bioelectri­
cal Impedance Analysis (MFBIA) instruments have been de­
veloped because low and high frequency measurements may 
distinguish between ExtraCellular Fluid (ECF) and Total 
Body Water (TBW).9,10 This can be explained by the fact that
00Q2-8614/97/S3.50
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the alternating current is unable to penetrate the cell mem­
brane at low frequencies because of the capacitive properties 
of the membrane. At present, the validity of MFBIA as a tool 
in measuring body composition has been established in ex­
tensive epidemiological studies showing that fat free mass, 
ECF, and TBW in healthy older populations can be estimated 
adequately with MFBIA.11”13
In the diagnosis and treatment of fluid balance, MFBIA 
can be used as a discriminitive or as an evaluative measure­
ment of disturbances of fluid balance.14 As a discriminitive 
tool, MFBIA needs to provide reliable data about the actual 
hydration state of unknown patients. However, even in euv- 
olemic older subjects, the individual errors in estimating ECF 
and TBW by means of population-based regression equations 
using impedance and height as independent variables are too 
large to be useful in clinical practice.12 Furthermore, predic­
tion formulas determined in healthy older populations can­
not be applied to patients with disturbances in water and/or 
electrolyte metabolism. Moreover, there is probably a large 
between-subjects variability in euvolemic fluid volumes in 
older subjects.15,16 Therefore, the first question to be asked is 
whether a single MFBIA, judged by means of population- 
based reference values for euvolemia, is useful as a discrimini­
tive assessment of fluid balance in geriatric patients.
In a previous study, we showed that within-subject vari­
ability of MFBIA was small in very healthy older subjects 
with stable fluid balance and that the responsiveness of MF­
BIA to 9% decline in ECF was excellent.17 Therefore, we 
examined whether MFBIA can be used in detecting changes 
of fluid balance in individual geriatric patients. Apart from 
changes in body fluid compartments, MFBIA is influenced by 
changes in body temperature, lean body mass, hematocrit, 
and serum electrolyte concentrations as well.18"'20 Such 
changes occur frequently in geriatric patients. To assess the 
usefulness of MFBIA in monitoring fluid balance in geriatric 
patients, we tested whether serial MFBIA correlates well with 
changes in weight and body fluid compartments in patients 
who are treated for fluid balance disturbances. Finally, we 
studied whether MFBIA is sufficiently responsive to changes 
in fluid balance, compared with the within-subject variability 




This study was part of a larger nontherapeutic research 
project aimed at the validation of diagnostic measures in 
monitoring fluid balance in geriatric patients. The research 
protocol for this project was approved by the local Commit­
tee on Human Experimentation. Only subjects judged as 
capable of giving written informed consent were allowed to 
be included in this nontherapeutic study (Clinical Dementia 
Rating scale ^  I).21
Subjects were selected from the 22-bed Department of 
Geriatric Medicine of the University Hospital Nijmegen dur­
ing the period September 1, 1994, to December 31, 1995. To 
be eligible for this study, subjects did not have a pacemaker, 
were not terminally ill, and did not have psycho geriatric 
diseases likely to interfere with compliance and capacity to 
consent. Patients (n = 218) were screened for eligibility 
during the first days of admission. Written informed consent 
was obtained from 53 (68%) of the 78 eligible subjects. All
subjects were characterized by measures of independence in 
activities of daily living (Barthel-index),22 mobility (Tinetti 
Balance and Gait Evaluation-score),23 life satisfaction (Phil­
adelphia Geriatric Center Morale Scale),22 and cognition 
(Mini-Mental State Examination).22
Fluid Balance Evaluation
During hospitalization each patient’s fluid balance was 
assessed twice a week by two geriatricians who were unaware 
of the MFBIA results. Each clinical assessment was based on 
standardized physical examination, weight measurement, 
laboratory tests (hematocrit, serum sodium, urea, and creat­
inine), relevant data from medical history, and nursing obser­
vations. Physical examination consisted of determining the 
so-called Boston heart failure score24 and the assessment of 
those indicators of dehydration that have proved to correlate 
with dehydration regardless of age: tongue dryness, longitu­
dinal tongue furrows, dryness of the mucous membranes of 
the mouth, upper body muscle weakness, confusion, sunken­
ness of eyes, and axillary moisture.1,25 By this rigorous clin­
ical assessment, patients were judged twice a week as dehy­
drated, overhydrated, or euvolemic. After monitoring the 
effects of therapy, each assessment was reconsidered. Dehy­
dration and overhydration were defined as conditions char­
acterized by a clinically significant shortage or overload of 
TBW that necessitated therapy.
Body composition analysis (BCA) was performed twice 
in each patient using deuteriumoxide- and potassium bro- 
mide-dilution techniques to quantify clinically relevant 
changes in TBW and ECF. First BCA was carried out 1 day 
after obtaining informed consent. BCA was repeated each 
time a patient’s fluid balance changed from euvolemia to 
dehydration or overhydration, or vice versa. In patients with­
out changes in fluid balance during the entire admission 
^„1, 1»CA was carried out for the second time just before 
discharge from the hospital.
BCA consisted of administering a cocktail of 10.0 g 
deuterium oxide and 900 mg potassium bromide orally be­
fore MFBIA measurements. After 3,5 hours dilution time, a 
venous blood sample was drawn. After sublimation of the 
plasma, the deuterium concentration was determined in the 
sublimate by infrared spectroscopy analysis.26 TBW was 
calculated from the given dose and the tracer concentration 
determined in plasma using a correction of 5% for non- 
aqueous dilution.27 Bromide in plasma was determined after 
ultra-filtration by high pressure liquid chromatography.28 A 
correction of 5% was used for the Donnan effect and a 
correction of 10% for non-extracellular dilution,27 Analyti­
cal measurement errors in bromide and deuterium dilution 
methods, as measured by within~run and between-run vari­
ability in two pairs of identical blood samples, were 2.2% 
and 2.5%, respectively. Validity of these dilution methods in 
measuring body fluid compartments is similar to that of other 
dilution methods.27
Impedance and Weight Measurements
MFBIA and weight measurements were performed daily 
(provided that this, did not interfere with diagnostic or ther­
apeutic procedures). All measurements were performed in the 
morning, just after awakening, while the patients were still 
lying in bed. Four-electrode MFBIA was performed on the 
nondominant side, following the methodology for total body 
measurements.8 Impedance was measured at four frequen­
1
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cies, 1, 5, 50, and 100 kHz, using a Human-Im Scan (Dieto- 
System, Milan, Italy). Adhesive electrodes were used (Red 
Dot 2330, 3M, Leiden, The Netherlands). Electrode posi­
tions were marked with indelible ink each time to facilitate an 
exact replacement of the electrodes. After each MFBIA, body 
weight was measured on a digital scale to the nearest 0.1 kg 
(Indicat Bill, Berkel, Rotterdam, The Netherlands). All im­
pedance measurements were performed by the same investi­
gator (MOR). In a pilot study the coefficient of variation in 10 
duplicate measurements of three patients was smaller than 
1% at all frequencies after removal and exact replacement of 
the electrodes.
Statistical Analysis
All statistical analyses were performed using SPSS for 
Windows, version 6.1 (1994). Results obtained in a period in 
which no clear clinical assessment could be made were ex­
cluded from the analysis. All euvolemic test results and the 
initial values of the dehydrated and the overhydrated periods 
were used for further analysis. The usefulness of MFBIA as a 
discriminitive instrument was analyzed by calculating the 
sensitivity of a single MFBIA judged by comparing it with the 
95% reference range of MFBIA in euvolemic patients. Signif­
icance of changes in weight, TBW, ECF, and impedance 
values were tested with paired t tests. Pearson’s correlation 
coefficients were calculated to relate changes in impedance to 
changes in body fluid compartments and weight. The useful­
ness of MFBIA as an evaluative instrument for fluid balance 
was determined by calculating Guyatt’s responsiveness index 
(RI) for MFBIA at all four frequencies.14,29 RI is defined as 
the clinically relevant change (A) relative to the standard 
deviation of changes among stable subjects14: RI = A/i> 2 X 
MSE ). This was calculated in analysis of variance examining 
repeated test observations, in which the variability in within- 
subject changes is represented by the square root of twice the 
mean square error (MSE).29 An RI greater than one means 
that clinically relevant changes are larger than the noise-level. 
The RI of MFBIA was compared with the responsiveness for 
changes in body weight.
All episodes of dehydration and overhydration necessi­
tated therapeutic adjustments. Therefore, the differences be­
tween the first observation in case of dehydration or overhy­
dration and the mean of a subject’s observations in the state 
of euvolemia were considered to be clinically relevant 
changes. The within-subject variability was calculated by 
analysis of variance as the standard deviation (SD) of the 
observations during euvolemia, pooled over all patients. The 
clinical relevant changes and within-subject SD were calcu­
lated both absolutely (in Ohm, kg) and relatively to the 
euvolemic level as coefficients of variation (CV in %). An RI 
was calculated for each clinically relevant change in fluid 
balance using individual changes in MFBIA and weight and 
overall within-subject SD. For the entire group, mean RIs in 
detecting dehydration and overhydration were calculated for
MFBIA and weight. Significance of the differences between 
RIs for the subsequent four frequencies and for daily weigh­
ing were tested by repeated measures analysis of variance.
RESULTS
Participation
The study sample of 53 patients showed eight different 
patterns in the order of disturbances of fluid balance during
the observation period (Table 1). The sample consisted of 17 
men and 36 women with a mean age of 80.1 (5.6) years. In 
total, 26 patients suffered from a disturbance of fluid balance, 
which was frequently caused by more than one factor (Table 
2). Two patients suffered from iatrogenic dehydration and 
overhydration, caused by an overshoot of diuretic therapy 
and intravenous rehydration, respectively. Overall, ADL per­
formance, mobility, morale, and cognition in the group were
(means ± SD [range]): 13.4 ±  4.0 [0-20], 15.5 ± 9.0 [0-26], 
9.8 ±  4.0 [0-17], and 23.0 ±  5.5 [0-30], respectively.
Fourteen of the 53 subjects could not be studied until 
discharge because of a severely worsening clinical condition 
or unwillingness to continue participation. Three of these 
died shortly after the study ended. However, data from all 53 
subjects could be analyzed because they participated long 
enough in the study (mean participation: 29 days, range 
8-143 days). On average, planned fluid assessments and 
MFBIA could not be performed 14.4% and 12.8% of the 
times, respectively, because of clinical investigations interfer­
ing with the study’s logistics. Daily weighing could not be 
performed 22.4% of the time because patients objected reg­
ularly to being weighed again.
Changes in Fluid Balance
Fluid balance was assessed completely 365 times. In all 
53 subjects, 14 transitions from dehydration to euvolemia 
(Table 1: Patterns: B + D + F + G ), and 13 transitions from
overhydration to euvolemia occurred (Table 1: Patterns: 
C +E+F+G ). One subject (Table 1: Pattern: H) had to be 
excluded from this analysis, because she did not regain euv­
olemia despite maximum diuretic therapy. Totally, 27 sub­
jects remained euvolemic throughout the study (Table 1: 
Pattern: A). The within-subject SDs for both measurements 
of TBW and ECF in the euvolemic subjects were 2.0 L for
TBW (CV -  6.0%) and 1.3 L for ECF (CV = 7.6%).
In the 14 dehydrated subjects, TBW was 3.4 ± 1.8 L and 
ECF was 1.9 ± 1.9 L greater after rehydration therapy (P <  
.001 and P = .002, respectively). In the 13 overhydrated 
subjects, TBW was 3.8 ±  4.2 L and ECF was 3.1 ± 3.8 L 
smaller after diuretic therapy (P = .009 and P = .017, 
respectively). Mean changes in TBW for dehydrated and 
overhydrated subjects were both 11% compared with euv­
olemic TBW. Mean changes in ECF were 10.1 ± 9.9% in 
dehydrated and 17.5 ±  20.8% in overhydrated patients.
Diagnostic Value o f First MFBIA
During the study, MFBIA was performed 1071 times in 
52 subjects: 813 in euvolemia, 86 in dehydration, 101 in
Table 1. Patterns of Changes in Fluid Balance in the 53 Patients 
Included in This Study
Pattern Order n
A Euvolemia 27
B Euvolemia Dehydration 3
C Euvolemia Overhydration 3
D Dehydration —» Euvolemia 9
E Overhydration —> Euvolemia 8
F Dehydration —> Overhydration —> Euvolemia 1
G Overhydration —> Dehydration -*» Euvolemia 1
H Overhydration 1
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Table 2. Prevalence of Factors Causing Dehydration and Overhydration
Dehydration (N = 14) n Overhydration (N = 14) n
Insufficient water intake 11 Heart failure 11
Overdose of diuretic drugs 6 SIADH 1
Vomiting 3 Overshoot dehydration treatment 2
Sait losing renal failure 1
Lithium therapy 1
Hypoaidosteronism 1
Overshoot treatment of acute heart failure 2
SIADH: Syndrome of Inappropriate secretion of Antidiuretic Hormone
overhydration, and 71 measurements had to be excluded 
because fluid balance could not be assessed. The individual 
number of days during which MFBIA was performed ranged 
from 4 to 66. Individual means of MFBIA in euvolemic 
patients (Table 1: Pattern: A) showed a between-subject 
variability of 12 to 13%. An euvolemic reference range was 
constructed as the overall mean impedance plus or minus 
twice the between-subjects SD of the euvolemic patients 
(Figure 1). The sensitivities of a single 100-kHz MFBIA in 
detecting dehydration and overhydration, when compared 
with this reference range, were 14% and 17%, respectively. 
All frequencies proved to be equally insensitive.
Serial MFBIA Versus Changes in Body Fluid Compartments 
and Weight
At all frequencies absolute changes in MFBIA correlated 
with changes in TBW and ECF caused by the diuretic treat­
ment of overhydration (Table 3). The increases of TBW, ECF 
or weight during treatment of dehydration did not correlate 
significantly with increases in MFBIA.
Responsiveness o f MFBIA and Weighing
The numerator of the Responsiveness Index is deter­
mined by the changes of MFBIA measured during clinically 
relevant changes in fluid balance. These changes were vari­
able, but overall the individual increases in dehydration and 
decreases in overhydration were highly significant at all fre­
quencies (Table 4), Initial impedance values in dehydration 
were outside the individual euvolemic range at all frequencies 
(Figure 2). In the case of overhydration, only two patients had
Subject no.
Figure 1. Means and ranges for repeated impedance measure­
ments at 100 kHz in 27 euvolemic geriatric patients. Group- 
based reference range (mean ± 2 X  between-subject SD).
Table 3. Correlation of Changes in Impedance Measurements 
(Z) at 1, 5, 50 and 100 kHz with Changes in Total Body Water 
(ATBW), Extracellular Fluid (AECF), and Weight (AW) During 
Transitions from Dehydration and Overhydration to Euvolemia
Dehydration Overhydration
(n = 14) P (n — 13) P
r (Z1 kH2 vs ATBW)* -0.06 .844 0.84 <.001
r (Ze kHz vs ATBW) 0.11 .706 0.83 <.001
r (Z50 khz vs ATBW) 0.20 .504 0.80 .002
r(Z 10o kHzVs ATBW) 0.12 .677 0.80 .001
r (Zi kHz vs A ECF) 0.16 .574 0.93 <.001
r (Zb kHZ vs AECF) 0.29 .318 0.77 .002
f  fëso kHz vs AECF) 0.32 .264 0.73 .004
r (Z100 kHz vs AECF) 0.33 .245 0.72 .005
r (Zi kHz vs AW) 0.33 .247 0.77 .002
r (Z5 kHz vs AW) 0.41 .145 0.74 .004
r (Z50 kHZ vs AW) 0.41 .145 0.71 .006
r (Zioû kHz vs AW) 0.45 .105 0.70 .007
* r ~  Pearson’s coefficient of correlation.
values inside the individual euvolemic impedance ranges (Fig­
ure 3).
Responsiveness Indexes were calculated based on these 
above-mentioned changes in weight and MFBIA and the 
within-subject variability of the euvolemic episodes in the 
same subjects (n = 25; Table 1: B-G) as the denominator. 
Responsiveness indexes for dehydration and overhydration 
were greater than 1, and there were no significant differences 
between RIs at the four frequencies (F — .475). RIs for 
overhydration and dehydration did not differ significantly
(P =  .200). Initial dehydration weight was 3.0 ±  1.9 kg lower 
than euvolemic weight (P <  .001). Initial overhydration 
weight was 3.7 ± 4.0 kg higher than euvolemic weight (P <  
.001). The responsiveness index of weight changes in detect­
ing dehydration and overhydration, which were 2.9 ± 1 . 9  
and 3.7 ± 4.1, respectively, did not differ significantly from 
the RIs of MFBIA (P = .489).
DISCUSSION
This study demonstrates that changes in serial imped­
ance measurements in geriatric patients during clinically rel­
evant changes in fluid balance are large enough to be distin­
guished from within-subject variability in MFBIA during 
euvolemia. However, detection of dehydration or overhydra­
tion based on a single MFBIA was not possible. Responsive­
ness of MFBIA was similar at all frequencies. Therefore,
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Table 4. Mean Differences (¿1) Between Initial Total Body Impedance (Z) During Dehydration and Overhydration Episodes and the 
Responsiveness Indexes (RI) of MFBIA for These Disturbances of Fluid Balance (means ± SD)
d^ehydr-euvol
(Í1; n = 14) p*
o^verhydr-euvol
(Í); n = 13) p*
RI' ' 'dehydr-euvol
(il; n = 14)
PI1 ’'overhydr-euvol
(il; n = 13)
Z 1 kHz 133 ± 67 <.001 -104 ± 72 <.001 2.6 ± 1.8 2.0 ± 1.3
Z 5 kHz 123 ± 75 <.001 -97 ± 71 <.001 2.6 ± 2.3 2.1 ± 1.4
Z 50 kHz 113 ± 75 .003 -8 5  ± 70 .001 2.9 ± 2.6 2.1 ± 1.7
Z100 kHz 93 ± 63 <.001 -81 ± 68 .001 2.4 ± 2,1 2.1 ± 1.7
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Figure 2. Means and ranges for repeated impedance measure­
ments at 100 kHz during euvolemic condition in 14 geriatric 
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Figure 3. Means and ranges for repeated impedance measure­
ments at 100 kHz during euvolemic condition in 13 geriatric 
patients and their initiai impedance values in overhydrated con­
dition ( -I- ).
single frequency impedance analysis can be a valuable instru­
ment in monitoring fluid balance in geriatric patients because 
it is sensitive to clinically relevant changes, within-subject 
variability in stable fluid balance is low, and the measure­
ments are easy to perform.
Body Composition Analysis
Body composition analysis was used to characterize the 
subjects and the changes in their fluid balance. TBW of 
euvolemic geriatric patients was 52.3(7.3)% of their body 
weight. This is in agreement with the general decline of TBW
with age.27 The within-subject variability found in TBW 
(6.0%) and ECF (7.6%) was caused partly by analytical 
errors in the measurement of body water compartments by 
bromide- and deuterium-dilution, However, variability could 
also be attributable to nonanalytical errors caused by spilling 
some drops of the tracer doses and biological within-subject 
variability in fluid balance. Tremor, dependency in ADL, and 
swallowing difficulties made a complete oral intake of the 
tracer doses difficult for most geriatric patients. Therefore, 
true within-subject variability in body composition for a 
period of nearly 1 month appeared to be rather small in these 
patients. To our knowledge, there are no other data to 
estimate this biological variability. The clinical assessment of 
fluid balance in this study is quantified by body composition 
analysis. Results of the two BCAs in dehydrated and overhy- 
drated subjects differed significantly, which confirmed the 
clinical assessments of fluid balance.
Impedance Measurements
In this study we have chosen to analyze the observed 
changes in repeated impedance measurements of individual 
patients without translating measurements expressed in 
Ohms to estimates of TBW or ECF. First, the prediction 
formulas developed in older populations, based on height, 
sex, and total body impedance, are validated only in healthy 
older subjects.11*12,30 Standard errors of the estimates, even in 
these healthy older individuals, reached 8.5% for TBW and 
12.3% for ECF.12 By definition, the chance that errors are 
even larger in individual cases is 31.7%. Moreover, these 
prediction errors will be substantially larger if formulas are 
applied in patients with deviations from the normal distribu­
tion of body water in extra- and intracellular space and 
changes in electrolyte concentrations.31 Hence, from a clini­
cal point of view these prediction formulas are not valuable at 
all. Depending on the specific causes of changes in total body 
water, other clinical studies have indeed demonstrated that 
predicted changes were systematically too small or too 
large.10,32
Single impedance measurements proved to be of little 
help in the discriminitive diagnosis of dehydration and over­
hydration. Considerable between-subject variability in the 
euvolemic size of body fluid compartments, in body fluid 
composition, and in body build probably caused the wide 
euvolemic reference ranges. MFBIA correlated well with 
changes in weight and body fluid compartments in patients 
going from over hydration to euvolemia. However, MFBIA 
did not correlate with these changes in patients going from 
dehydration to euvolemia. This provides even more evidence 
why the MFBIA cannot accurately quantify the magnitudes 
of fluid volumes. Moreover, no single frequency was superior
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in tracking changes in fluid balance over time. The observed 
changes in impedances during transitions from disturbed 
fluid balance to euvolemia may be influenced by the frequent 
occurrence of hypo-osmotic dehydration and leg edema in 
overhydration. Seven of the 14 episodes of dehydration were 
characterized by hyponatremia, with a minimum sodium 
concentration of 118 mmol/L. The observed loss of electro­
lytes was caused by diuretics, diarrhea, vomiting, and salt- 
losing nephritis. During rehydration serum sodium concen­
tration gradually normalized. This implies that both the 
amount of conducting body fluids, as well as their conductiv­
ity, increased. The effect of increasing conductivity on net 
total body impedance may be substantial because both vari­
ables are related linearly.18 The expected correlation of 
changes in impedance after rehydration with changes in TBW 
and ECF may have disappeared by these changes in conduc­
tivity. Similarly, leg edema, which was present in all hyper- 
hydrated patients, may have magnified the observed increase 
in MFBIA measured in the transition from overhydration to 
euvolemia. Impedance is related inversely to the cross- 
sectional area of a conductor. Therefore, increases in the 
diameter of a patients5 lower-leg quickly lower the total body 
impedance. However, this confounding effect may be weak­
ened by the hyponatremia present in five hyperhydrated 
patients.
The observed within-subject variability in MFBIA of 4 to 
5% in euvolemic subjects of this study is greater than the 2,3 
and 2.7% day-to-day variability of 50-kHz impedances 
found in healthy older subjects.12 In younger subjects, day- 
to-day variability ranged from 8.7% at 1 kHz to 2.0% at 100 
kHz, and week-to-week variability ranged from 6.7% at 1 
kHz to 2.4% at '100 kHz ,33 However, these latter studies are 
less comparable because we used better electrodes with larger 
surface areas (±  4 cm2). Day-to-day variability can result 
from biological variability and analytical errors. Analytical 
errors and biological variability in body fluid compartments 
during euvolemia proved to be small in this study. However, 
the day-to-day changes in MFBIA may also be (partly) caused 
by changes in body or skin temperature, in hematocrit, and in 
serum electrolyte concentrations. Hence, the larger within- 
subject variability may be explained by intercurrent illnesses 
not related directly to fluid balance but still influencing the 
conductivity of the body. In all euvolemic episodes studied, 
there were eight episodes of fever (maximum temperature 
39°C), six episodes of anemia (minimum hematocrit 0.26 
L/L), and five episodes of hyponatremia (minimum sodium 
concentration '132 mmol/L). It has been demonstrated that 
fever and anemia lower body impedance and that hyponatre­
mia raises it.18“20 Because of the observed comorbidity, the 
true day-to-day variability in MFBIA could not be deter­
mined.
In summary, the changes in MFBIA measured in geriatric 
patients with a high rate of comorbidity and their within- 
subject variability resulted in an acceptable responsiveness 
for dehydration as well as overhydration (RIs all >1). Re­
sponsiveness to minimal relevant changes in fluid balance 
could not be determined in all patients although this valida­
tion procedure has been recommended by Guyatt.14 We 
found an overall responsiveness in detecting a loss or increase 
of 11% of TBW and 10 to 18% of ECF. However, these 
relatively large changes may well be the minimally detectable 
changes and may reflect the difficult clinical assessment of 
fluid balance in older people. Overhydration, merely result­
ing from changes in ECF, and dehydration, in which more 
intracellular water was lost, did not result in a different 
frequency with the best responsiveness. Therefore, our data 
do not provide good evidence that MFBIA can detect changes 
in the distribution or movement of fluid between extracellu­
lar and intracellular spaces.
Limitations o f this study
Only 25% of the total number of patients admitted 
during this study period could be included. The presence of a 
moderate or severe degree of dementia was the main reason 
for exclusion, and it seems unlikely that this is related to the 
variables measured in this study. Therefore, the external 
validity of this study was probably not jeopardized by the 
high exclusion rate.
Body composition analysis resulted in very valuable in­
formation in this study, but it was not completely indepen­
dent of the clinical assessments. Dehydration or over hydra­
tion were defined in this study as disturbances of fluid balance 
necessitating therapy adjustments. These adjustments caused 
changes in body composition, which were measured by BCA. 
Moreover, the retrospective evaluation of changes in weight 
and subject’s symptoms after therapy adjustments, the most 
sensitive indicator of fluid balance,2 was taken into account 
in the final conclusions on the subject’s fluid balance. Hence, 
changes measured in BCA during transitions in fluid balance 
depended indirectly on clinical assessment of fluid balance.
CONCLUSIONS
The responsiveness of bioelectrical impedance analysis in 
detecting a heterogeneous group of dehydration and overhy­
dration episodes in geriatric patients was good enough to 
warrant application in clinical practice. However, our data 
do not support the suggestion that MFBIA is superior to the 
conventional single frequency (50 kHz) impedance analyzers 
in monitoring fluid balance in geriatric patients. The respon­
siveness of impedance analysis was similar to daily weighing, 
which was performed under strict standardization. There­
fore, repeated impedance measurements might improve mon­
itoring fluid balance, especially when daily unclothed weigh­
ing is hard to perform, which is the case in many geriatric 
patients. It might be cost-effective to replace the cumbersome 
weighing procedure partly with the nonexpensive and simple 
MFBIA. In monitoring fluid balance of individual patients by 
serial MFBIA, subject-specific reference ranges should be 
used. The day-to-day within-subject variability of 5% found 
in this study and a patient’s euvolemic mean impedance can 
be used to establish such reference ranges.34 As was found 
previously for repeated laboratory test results, this study 
demonstrates for MFBIA that indices of dehydration and 
overhydration are highly variable among geriatric patients 
but stable over time.35 Future studies are needed to show 
whether monitoring fluid balance by MFBIA can improve 
clinical diagnoses of earlier stages of dehydration and over­
hydration.
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